causes the absence of the second component (indicated by arrows). Consequently there is no input to the AV node mimicking total AV block. This is also shown in the ladder diagram.
The atrial activation time at presentation was 300 ms versus only 90 ms before the last ablation. The sequence of events in this patient suggests that the last ablation in addition to the earlier ablation and heart surgery has caused significant inter-or intra-atrial conduction delay mimicking intermittent total AV block. This has rarely been documented (1, 2) .
Input into the AV node was restored with implantation of a DDDR pacemaker. The atrial lead was placed posteriorly, low in the right atrial septum achieving intrinsic AV-nodal conduction to the ventricle. The patient was discharged home and is doing well up to 6 months later. Atrial conduction block remained present intermittently, yet less frequently.
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